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In order to interact the Biomeasure with 
ScaleData application, the port number 
should be setup to any port number from 
COM1 to COM6. 
 

 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

  

-  Install ScaleData Application. 
   If you have this already installed, open it. 
 
- On the bottom left corner select the same 

number port that was assigned to the USB 
adapter. 

 

 



 
 
 

ScaleData.exe Installation  

The BioMeasure must be connected through an RS232 connector cable. 
 

Double click 

Double click 

Double click Click 

User should begin by copying the contents of the 
software CD onto the desktop of the operating system: 
 
- Insert ScaleData CD in your computer. 
- Double click on My Computer icon in your Desktop. 
- Double click on CD Driver to open it. 

- Left click and hold the mouse button down and drag 
it to your desktop. 

- ScaleData icon will appear on your Desktop. 
- Click on the ScaleData icon to open this 

application. 
- Click on Show Parameters to see the 

complete application window. 
 

 

Drag it to Desktop 

 



 
 
 

Creating file to SAVE your measurements 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Click

 
Now is the time to create the File where 
you are going to save all of your screening 
data. 
 
- First, you need to click on the Browse 

button. 
- In the window that opens next, you need 

to choose Desktop from the “Look in:” 
Drop Menu.* 

- In the File Name: input box enter the 
name that best describe your screenings. 

- Click Open    
 
This file will open in Microsoft Excel or 
Notepad. 

 
Note: The file will be created immediately after the 

first measurement. 

* This will save your Screening file in 
your Desktop. You can choose other 
folders to place your file like My 
Documents or directly to the C: Drive. 
It’s recommended that you save this 
on the Desktop for quick and easy 
access. 

 
Important: 
 
Next time you open the ScaleData 
program, measurements will be 
saved on the last file created. 
In case you need to create a new 
measurements file. Follow the same 
process above. 
 



 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
YOU ARE READY TO BEGIN MEASUREMENTS 

 
- You can either input a specific ID or select 

Automatic ID at bottom right of the 
ScaleData window. 

 
- Start the measurements on the Biomeasure 

Machine. 
 
- It will take between 5-10 seconds for the 

data to transfer and you will see all of your 
measurements on the computer screen, as 
shown. 

 
- These measurements will be saved 

AUTOMATICALLY in the file that you 
created. You don’t have to do anything 
else to save data. 

 
Note: Automatic ID will never repeat in the same file. 
When it’s a new file ID will start on ID000001 again. 
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Immediately after you see your measurements in the 
ScaleData window your file icon will be created and will 
appear on your desktop as shown. 
 
Note: If you don’t have Microsoft Excel installed on your 
system you can otherwise open it in the Notepad 
program. 
 
- Double click on the file icon to open the screening file. 
   
  See next page for illustration 

Double click 

Save Data 



 
 
 
 
Accessing Data 

 
 
 
 
 
 
 
 
 
 
 
 
 

 
You need to expand cells if you see 
this “#######”  

 
 

  

Date and Time      ID #               Age     Gender      Height            Weight             BMI       Body Fat %

Your data will open as shown in Microsoft 
Excel. 
 
Below is the same file opened in Notepad. 




